Care and Calibration Station
Parts & Accessories
2016 Price List
Part No.

Description

Price

94.0017

Replacement Cap Assembly Kit, 1 ea., NEW Quart or
Pint size

$13

94.0010

Replacement Tubing Kit

$39

Tubing, 120”

94.0017

94.0010

1/8” Tee, 3 ea.
1/8” Elbow, 1 ea.
Female Luer Fitting, 4 ea.

93.0007

94-0018

94-0009

93.0007

Male-Female Luer Adapter, 10ea.

$37

94-0018

Replacement Cap Assembly, 5 ea., NEW Quart or Pint
size

$52

94-0009

Replacement Bottle, 1 qt. (includes modified cap), 2 ea.

$27

94-0016

Replacement Bottle, 1 pt. (includes modified cap), 2 ea.

$20

94-0007

Vinyl Bottle Label Pack

$18

Water Label, 2 ea.
Bleach Label, 2 ea.
Disinfectant/Cleaner Label, 2 ea.

94-0016

94-0007

94.0003

94.0003

Dual Check Valve, 10 ea.

$37

94-0013

Male-Male Luer Adapter, 10 ea.

$37

94.0008

Female Hansen-Female Luer Adapter, 3 ea.

$27

93.0005

Syringe and Sampling Tube, Assembly

$20

Cell Cleaning Syringe, 2 ea.
Sampling Tube, 2 ea.
Calibration Labels, 5 ea.

94-0013

94.0008

TM

93.0005

94.0005

Laminated Color Wall Chart, 1 ea.

$8

94.0002

Instrument Holder Rack, 1 ea.

$28

02-0029

Cell Cleaning Kit, 1 ea.

$34

TM

Perform the following steps daily before instrument use:

1 - RINSE

In the morning, rinse 2-3 times with RO water to ensure that all NEO-CARE residue has been removed.

2 - DISINFECT
Draw bleach solution through the cell completely
filling the syringe barrel.
Allow the bleach solution to remain in the
syringe for 10 minutes (no longer, as it can
corrode internal parts).

RECOMMENDED DISINFECTANT SOLUTION
1% bleach solution comprised of 1 part
household bleach and 99 parts RO water.
Fresh solution must be prepared daily.

3 - RINSE
Expel the bleach solution in to an appropriate receptacle. Rinse 2-3 times with RO water to ensure that
all residual bleach solution has been removed.
CAUTION Before proceeding, ensure that the interior of the cell and syringe are free of residual
disinfectant, dialysate or chemicals. If present, these substances may alter your readings!

4 - VERIFY
Connect the cell to the standard solution bottle. Hold the syringe with the plunger end elevated so that any
air bubbles remain in the syringe. Draw solution through the cell and then expel several times through
the one-way valve. Observe the reading as the solution flows INTO the cell.
When the reading on the display matches the value of the solution (+\- 0.1), record the reading. If the reading
is outside the manufacturer’s specifications, calibration is needed. Refer to the instrument manual for
calibration instructions.
Rinse after each test and/or at the end of each shift. DO NOT allow dialysate,
standard solution, bleach or RO water to remain in the cell overnight!

5 - RINSE

At the end of the day, draw NEO-CARE into and expel from the syringe 3 times slowly. Disconnect the meter
from the NEO-CARE and expel any remaining fluid to waste. Draw the syringe back halfway pulling air into
the cell and then cap the sample port. Place meter in the instrument holder rack for overnight storage.

TRI-STATION MAINTENANCE
Daily
Rinse and refill the Rinse bottle with fresh RO. Rinse and refill the
Bleach bottle with fresh Bleach solution.
AS NEEDED
Replace your standard solutions:

QUESTIONS? Call MESA LABS Customer Support

1-800-992-6372

Outside the United States, contact your local distributor.

94.0005, Rev. K (06/13)

Conductivity solutions - 30 days after opening.
pH solutions - 90 days after opening.
Any solutions - if the bottle expiration date is past, or if color,
turbidity or visible microbial growth develops.
Wash the Bleach and Rinse bottles, caps, check valves, tubing
and TRI-STATION exterior with diluted NEO-CARE (follow
instructions on the bottle) or diluted bleach solution.* DO NOT use
alcohol or solvent-based cleaners. Rinse thoroughly and allow to dry.
*If disinfection is necessary, use 1% bleach solution comprised of 1
part household bleach and 99 parts RO water only.

12100 W. 6th Avenue
Lakewood, Colorado USA 80228
1-303-987-8000 FAX: 1-303-987-8989
www.mesalabs.com

94.0005

94.0002

Ordering Information:

02-0029

For more information, contact Mesa Labs or your local distributor

Tel: 800-992-6372
303-987-8000
Fax: 303-987-8989
customerservice@mesalabs.com
Payment Terms: Net 30 days WAC, MasterCard, Visa, AmEx accepted
Shipping: Prepaid and added to invoice
Product specifications and pricing subject to change without notice.

Sales Information:

12100 W. 6th Avenue
Lakewood, CO 80228 USA
dialyguard.mesalabs.com
medsales@mesalabs.com
Pricing Effective: January 1, 2016

